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Sun-Jet Technology & Consulting Co.,LTD. hereby certifies that equipment noted herein has been compared with the above listed standards. The standards used to perform this
calibration are traceable to NML/ROC. The calibration services from Sun-Jet Technology & Consulting Co..LTD. are capable of performing services in compliance with the
requirements of [SO/IEC 17025.
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This calibration report is valid only to the items calibrated. This calibration certificate is valid only to the items calibrated. Reproduced calibration certificate in partial is not

effective.

SR SR L PRAGERE AR ABAEATRERE » REREFAREMY - 223G URS -

Approved Signatory
mERFA




ZARFHAE P BT A RN S R IE R R E

Sun-Jet Technology & Consulting Co.,L.TD.

Calibration Laboratory
PhIE A7 AR & RERIB3041 23]

TEL : (03)4716111 FAX : (03)4716110

AR & R B A

Calibration Results & Description
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Item S.1. Unit Standard Reading Deviation
kPa bar bar bar
1 0.0000 0.0000 0.0000 0.0000
2 -20.0100 -0.2001 -0.2000 0.0001
3 -40.0300 -0.4003 -0.4000 0.0003
& -60.0500 -0.6005 -0.6000 0.0005
5 -80.0600 -0.8006 -0.8000 0.0006
6 -90.0700 -0.9007 -0.9000 0.0007
B IE 6 [E] P& AL O A 2 HAKE
Calibration Range Expanded Uncertainty Coverage Factor Confidence Level
(0~-0.9) bar 0.0006 bar 2.01 95 %
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