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4% %5 % #4 Description K3

# % B 7 Manufacturer ATLANTIS

A1 4% Model No. AT211H (0 to 16 ) bar

%% Serial No. 211H11480007

s® & Temperature ('C) (23+2)°C
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Calibration Results

EEgae | RBME bar B bar | BEME bar |[HAEFHEKE bar
S.L Unit(kPa)]  Standard Indicator Deviation U'i"cﬂjfﬁff:y

0.00 0.00 0.00 0.00 0.29
300.00 3.00 3.00 0.00 0.29
600.00 6.00 6.01 0.01 0.29
900.00 9.00 9.01 0.01 0.29
1200.00 12.00 12.02 0.02 0.29
1600.00 16.00 16.02 0.02 0.29

Wi o 1 bar =100 kPa
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